Oxygen measurement inside an NMR magnet with a catheter electrode.
In this study we show the possibility of continuous oxygen tension measurement inside an NMR magnet without disturbance of simultaneous NMR data acquisition. Our modified Clark-type oxygen electrode has a fast response (2 s) and can be inserted deep into small bore NMR systems thanks to its small diameter (2 mm).